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Abstract 

Introduction: Root canal instrumentation is an important phase in root canal therapy. Since 

success in endodontic treatment depends on file defect and fracture, the aim of this study was to 

compare the evaluation of defect and fracture in rotary and reciproc files in severe curved root 

canals. 

Materials &Methods: In this experimental study, 60 mesial canals of human closed apex molars 

with more than 30° canal curvature were randomly divided into two groups. In first group M-two 

rotary files number# 15, 20, and 25 and in second group R25 reciproc file were used for filing, 

respectively. A ×8 magnifier was applied to evaluate the defect or fracture presence in each side 

and if it were observed, a new file would be replaced. Therefore, the number of prepared canals 

with each file and fractured or defective files and the place of fracture in root canal were recorded. 

Kaplan Meier curve and log rank test were done by using SPSS v.22. 

Results: In rotary group, seven and two files were fractured and defected, respectively and four 

files were fractured and no defect was observed in reciproc group. Although the mean of the 

number of prepared canals until fracture or defect in rotary and reciproc groups was 3.3 and 7.06, 

respectively, there were no significant differences between two systems. All file’s fractures 

occurred in apical regions. 

Conclusion: The results showed that there was no significant difference in defects or fractures of 

rotary and reciproc systems. Reciproc instruments can be more effective than rotary ones because 

the root canal preparation in rotary instruments is longer than in reciproc system. 

Keywords: Root canal preparation, Root canal therapy, Tooth root, Root canal 

 

 

 

 

 

http://www.CJDR.ir 

Original Article 

communication 



 

Defect and fracture in reciproc and rotary files 

 
Caspian J Dent Res- March 2015, 4(1): 30-36   31                                                                                                                                                                

 

 
   rotaryو  reciprocشکستگی در فایل های  بررسی مقایسه ای ایجاد نقص و

  در کانال های با انحنای شدید
 

 مریم احسانی ،ثریا خفری ،سینا میرزایی راد ،علی سلیمانی ،سینا حقانی فر ،*عباس مسگرانی ،مهدیس باقریان
 

 چکیده
با تَجِ بِ ایٌکِ کاّش ًقص ٍ  ،احل دس طی دسهاى کاًال سیشِ هی باشذآهادُ ساصی کاًال سیشِ دًذاى یکی اص هْوتشیي هش :مقدمه

شکست دس فایل ّا سبب هَفقیت بیشتش دس دسهاى سیشِ دًذاى هی شَد. ّذف اص ایي هطالعِ بشسسی هقایسِ ای ًقص ٍ شکست دس 

 دس کاًال ّای سیشِ دًذاى با اًحٌای شذیذ هی باشذ. rotary  ٍreciprocفایل ّای 

 بِ 30°کاًال هضیال دًذاى ّای هَلش اًساًی با اپکس بستِ ٍ اًحٌای کاًال بالای 60دس ایي هطالعِ آصهایشگاّی  وش ها:مواد و ر

سسیپشٍک   (R25) ٍ دس گشٍُ دٍم اص فایل 25,20,15شواسُ  rotaryM-two ّای فایل اص اٍل گشٍُ دس: شذًذ تقسین گشٍُ دٍ

دس جْات × 8دًبال استفادُ اص ّش فایل جْت بشسسی ٍجَد ًقص یا شکست اص رسُ بیي  بِ بشای فایلیٌگ کاًال ّا استفادُ گشدیذ.

فایل جذیذ جایگضیي هی گشدیذ. بِ ایي تشتیب شواس  ،هختلف بشسسی صَست پزیشفت ٍ دس صَست هشاّذُ ّش گًَِ ًقص یا شکست

 ض هحل شکستگی فایل دس کاًال سیشِ دس ّش دٍتعذاد فایل ّای دچاس ًقص یا شکست ٍ ًی ،کاًال ّای آهادُ ساصی شذُ با ّش فایل

هٌحٌی بقای کاپلي هایش بشای ّش گشٍُ سسن شذُ ٍ اص آصهَى لَگ ساًک  22ٍسطى SPSSسپس با استفادُ اص ًشم افضاس  ،گشٍُ ثبت شذ

 بشای هقایسِ هیاى دٍ گشٍُ استفادُ گشدیذ.

فایل دچاس ًقص شذًذ.( دس  2فایل دچاس شکست ٍ  7شذًذ )دچاس ًقص ٍ شکست سٍتاسی  فایل دس سیستن  9دس هجوَع  یافته ها:

هیاًگیي شواس کاًال ّای آهادُ ساصی شذُ تا صهاى  هَسدی اص ًقصی هشاّذُ ًگشدیذ. فایل دچاس شکست شذُ ٍ 4 سسیپشٍکسیستن 

دس ّش دٍ سیستن  ًبَد.بَدُ اها اختلاف بیي دٍ گشٍُ هعٌاداس   06/7  سسیپشٍک دس گشٍُ ٍ 3/3 سٍتاسیًقص یا شکست دس سیستن 

rotary  ٍreciproc پیکالی دچاس شکست شذًذ.یک سَم ا تواهی فایل ّا دس 

 اختلاف هعٌاداسی ًذاشتِ، rotary  ٍreciprocبا تَجِ بِ ایٌکِ هیضاى ًقص ٍ شکست فایل ّا دس دٍ سیستن  نتیجه گیری:

 دُ ساصی کاًال با اًحٌای شذیذ بِ صشفِ تش هی باشذ.بِ دلیل سشعت بالاتش دس آها reciprocسیستن تک فایلی  استفادُ اص

 کاًال سیشِ آهادُ ساصی کاًال سیشِ، دسهاى کاًال سیشِ، سیشِ دًذاى، واژگان کلیدی:

 

Introduction 

Root canal instrumentation is an important phase 

during root canal therapy (RCT).
[1] 

Canal 

instrumentation is necessary to clean and shape 

properly in RCT.
[2] 

In recent years, the instruments 

have better flexibility and cutting in compare to hand 

files.
[3] 

Superelastic ability of rotary files creates a 

tapered shape and decreases the possibility of 

transportation.
[4-6]

But the main challenge is that the 

flexion and torsion can lead to fracture of Ni-Ti rotary 

instruments.
[7] 

Torsional fracture happens when the tip 

of instrument bends during file movement into the root 

canal and flexural fracture occurs during rotation of 

instrument into the curved root canal.
[8,9] 

Inan et al's  

study on the evaluation of deformation and fracture of  

Ni-Ti rotary instruments after clinical use indicated  

 

that the fracture and deformation were detected in 

25.80% of used files and fracture was found in 16.2% 

of files.
[10] 

To improve the fracture resistance of Ni-Ti 

rotary files, manufacturers have introduced instruments 

with new alloys and reciprocal movement.
[11,12] 

Reciprocal movement increases the useful life span and 

resistance in compare to continuous movement.
[13,14] 

In 

reciproc system, instruments have been prepared by 

particular motor and unchangeable setting (reciproc all 

mode). In this system, file movement is 150° Counter -

clockwise  and 30°C clockwise.
[7] 

Furthermore, 

Reciproc instruments require less time than M-two 

instruments for curved canal preparation.
[15] 

Also, the 

study of Kiefner et al on the ability of reciprocal 

movement on cyclic fatigue resistance indicated that 
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using reciprocal movements increases the cyclic 

fatigue resistance in Ni-Ti instruments.
[16] 

According to 

the fact that the decrease of defect or fracture leads to 

more success in RCT, the aim of this study was to 

compare the evaluation of defect and fracture in 

reciproc and rotary instruments in severe curved 

canals. 

 

 

Methods 

In this experimental study, 67 teeth with more than 

30° canal curvature were selected among many 

extracted first and second molars of maxillary and 

mandibular. “The angle and radius of canal curvature 

(Mesial canals of mandibular molars and mesiobuccal 

canal of maxillary molars) were calculated with Auto 

CAD software and Pruett method.
 [17] 

"According to 

inclusion criteria, 60 canals were used. 

Inclusion criteria 

1. Mature root and closed apex, 

2. Canal curvature>30°, 

3. Root canal without accessory canals, 

4. Canal without external root resorption or root caries. 

In addition, the presence of clear curvature in more 

than one side of root canal was determined as 

exclusion criteria. Digital radiography (PSP, Soredex, 

Finland) was taken from the teeth for ruling out 

internal root resorption or canal curvature in more than 

one side and other anomalies in mesial canals of 

mandibular and maxillary molars. 

Teeth were disinfected and put in hypochlorite 

5.25% (Golrang, Iran) to remove superficial soft 

tissues and were placed in room temperature until the 

experiment time. After preparation of the access cavity 

with diamond fissure bur, the canal orifice was cleared 

with an endodontic explorer and patency was 

determined with No#10 hand K- file (MANI, 

Utsunomiya, Tochigi, Japan) in each canal. The crowns 

of selected teeth were amputated with a fissure bur and 

the hand piece and water spray were used in a way that 

working length of all specimens was 16mm from the 

apical foramen. Determination of working length was 

done with No#10 hand file visually and if the tooth had 

two orifices and one foramen, one of the canals would 

be evaluated. According to angle and radius of canal 

curvature, specimens were divided into two groups 

(n=30), the mean of angle and radius of canal curvature 

in reciproc group was 37.2±7.5 and 3.08±0.9 and in 

rotary group was 37.6±7.75 and 3.29±0.6, respectively 

so that there were no significant differences between 

two groups (table1). 

 

Table1. The mean of curvature angle and radius in 

root canals between rotary and reciproc groups in 

studied teeth of 2groups(Rotary and Reciproc). 

 

 Reciproc (n=30) 

Mean±SD 

Rotary (n=30) 

Mean±SD 

pvalue 

Degree 37.2±7.5 37.6±7.75 0.9 

Radius 3.08±0.90 3.29±0.60 0.1 

 

The whole files were evaluated using a ×8 

magnifier for lack of any initial defect. All canals were 

filed with No#8, 10, 15 hand files and No#3, 2, 1 

Gates-Glidden drills (MANI, Utsunomiya, Tochigi, 

Japan) were used respectively for preparation of 

coronal and middle parts. Canals were rinsed by 1ml 

Hypochlorite 5.25%.In Rotary group, the patency was 

confirmed by No#10 hand file. All the filing steps were 

done by using VDW silver reciproc end omotor (VDW 

Co., Munich, Germany) with 280 rpm speed and 120 

gcm torque and 1:16 gear. This end omotor had the 

ability of filing in reciprocal and continuous method. 

For preparation of 30 mesial canals of molars in rotary 

group, the M-two files (VD WCo. Munich, Germany) 

were used as follow respectively: 5%-15, 6%-20, 6%-

25. R25 (VDW Co., Munich, Germany) file was used 

to prepare the 30 mesial canals in reciproc group. 

RC-Prep (premier-USA) was used in all canals in 

two groups. Teeth were embedded in miniature clamp 

and all procedures were done by one operator. The 

time of file rotation in each canal was between 5-10 sec 

and the applied pressure to file was lighted with the 

range of 2-3 mm in all the steps. 

 

 

Method evaluation 

In both groups, thirty canals were prepared. After 

filing of every canal, files were cleaned with an alcohol 

prep swab and assessed with×8 magnifier. If any small 

defect was observed, another file of the same number 

would be replaced to continue filing. The length of 

each file after preparation termination was assessed to 

evaluate any fracture. Control and evaluation of files 

were performed in 4 directions and also each file was 

observed during the rotation. The used file in the 
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absence of defect or fracture was applied in the next 

canal and after finishing canal preparation, the previous 

steps were repeated. Assessment and control in next 

canals were continued until any defect or fracture was 

observed. If canal obstruction due to fractured 

instrument was observed, first, the preparation of canal 

would be finished second, the numbers of prepared 

canals until fracture was calculated and then the 

fractured file was replaced with new one and 

preparation was continued in subsequent canals. This 

procedure was continued until the preparation 

termination of 30 canals in each group. In all fractured 

or defected files, the below points were considered: 

1. The place of fracture (coronal, middle and apical) in 

canals, 

2. Number of prepared canals until defect or fracture of 

instrument, 

3. Type of instrument damage (defect or fracture). 

SPSS software V.22 was used for figuring Kaplan 

Meier chart which evaluated the number of canals 

preparation until defect or fracture in both groups and 

log rank test compared reciproc and rotary groups with 

each other. T test was applied to compare the mean of 

angle and radius of curvature of canals in two groups. 

 

 

Results 

Defect and fracture were occurred in 9 files of 

rotary group. Two files were defected (No#15, increase 

of flute diameter) and seven files were fractured (1file 

No#15, 4 files No#20 and 2 files No#25) and in 

reciproc group, four files were fractured and no defect 

was observed in file shape. There was not any canal 

obstruction persue fracture of No#15 M-two 

instrument. However, the fractures of No#20 M-two 

instruments led to obstruction, therefore canal 

preparation with No#25 instruments was impossible in 

this condition. (table 2)  

According to Kaplan Meier survival curve and 

Logrank test (table 3, figure1), reciproc group prepared 

more canals than rotary group. On average, each 

reciproc file prepared 7 canals and each rotary file 

prepared 3.3 canals but this difference was not 

statistically significant (p=0.08).  

All files in rotary and reciproc groups were 

fractured in apical regions. The fractured fragment of 

reciproc instruments was longer than M-two 

instruments. 

Table2. Comparsion of fracture and defect in used 

instruments of rotary and reciproc groups 

 

Reciproc Rotary Type of system 

Number of teeth 15 20 25 

        Num 1 

F       Num 2 

        Num 3 

        Num 4 

        Num 5 

        Num 6 

        Num 7 

        Num 8 

F   F  Num 9 

      F Num 10 

        Num 11 

        Num 12 

  D     Num 13 

    F  Num 14 

        Num 15 

        Num 16 

        Num 17 

 F   F  Num 18 

        Num 19 

  F     Num 20 

        Num 21 

        Num 22 

        Num 23 

    F  Num 24 

        Num 25 

      F Num 26 

F       Num 27 

  D     Num 28 

        Num 29 

        Num 30 

 

D: Defected file         F: Fractured file   : Sound file 

 

Table3. Mean estimate and median estimate of number of 

prepared canal in groups (Rotary and Reciproc) 

 

 Mean Median 

Estimate SE CI 95%  Estimate SE 

Reciproc 7.067 1.402 (4.320-9.814) 9.000 .000 

Rotary 3.300 .852 (1.631-4.969) 2.000 .744 

Overall 4.567 .863 (2.874-6.259) 4.000 1.069 

 

LogrankX2:3.075                              P=0.08 



 Bagherian M, et al. 

 
   34                   Caspian J Dent Res-March 2015, 4(1): 30-36   

 

 

 

 

 

 

 

 

 

 

 

 

 

Figure1. Survival of reciproc and rotary files peruse 

canal preparation 

 

Discussion 

This study indicated that the number of fractured 

or defective Ni-Ti rotary files was more than reciproc 

files in mesial severe curved canals of maxillary and 

mandibular first and second molars although there was 

no significant difference between 2 groups. Flexibility 

and high resistance to cyclic fatigue of M-two files in 

compare to other rotary instruments and similarity of 

cross sectional area to reciproc instruments
 [18- 20] 

were 

the reasons of using them in current study. 

Caballero et al reported that the number of defect 

or fracture in rotary instruments was more than 

reciproc instruments and their results were similar to 

the present study. This could be attributed to the fact 

that three files and only one file were used for canal 

preparation in rotary and reciproc groups, respectively.
 

[21] 
Furthermore, Gavini et al. represented that the 

number of cycles until fracture in reciproc instruments 

was about two times more than rotary instruments with 

continuous rotations.
 [3]

 

Due to more resistance of reciproc instruments in 

compare to Rotary instruments, some studies have been 

done on the type of their alloys. The reciproc 

instrument alloy (M-wire Ni-Ti) has higher resistance 

than rotary instrument alloy (traditional Ni-Ti grinding 

process).
 [19,22] 

while, some studies indicated that 

reciprocating motion besides type of instrument 

(reciproc) would increase the resistance against 

fracture in compare to rotary instrument and 

continuous motion.
 [9, 16, 19, 23]

 This could be a reason of 

less fracture in reciproc instruments than M-two ones 

in our study. In this study, the amount of vertical 

movement range was 2-3 mm. According to the studies 

of Li et al. and Zarrabi et al. the mentioned range 

would decrease the probability of rotary instruments 

fracture.
 [24, 25] 

In rotary group the fractured files were 

more than defective files (7 files were fractured and 2 

files were defected) and it was similar to Inan et al's. 

study that indicated the number of fracture in rotary 

used files was more than defective files.
[10] 

Furthermore, 2 defective files in current study were 

related to No#15 rotary instruments such as Inan et al 

study.  

The most occurrence of defects was in No#15 

instruments.
[10] 

In the present study, 4 files were 

fractured in reciproc group but there was no defective 

instrument in reciproc files. 

The study of Plotino et al. conducted on the 

deformation and fracture of reciproc instruments in 

clinical use showed that the number of fractured files 

was more than defective instruments.
[26] 

All the fracture 

occurrences (rotary and reciproc instruments) were in 

apical regions in the current study, which was similar 

to the studies of Zarrabi et al. and Ruddle  et al.
 [25, 27]

 It 

could be attributed to severe canal curvature and 

tapering of canal in the apical region. The length of 

fracture fragment in reciproc instruments was longer 

than M-two instruments in this study, which was 

resemble to that of F da Frota et al.
[28]

 Finally, it can be 

more useful to evaluate the defects in future studies 

because of better accuracy of electronic microscope 

than magnifier.
 

 

Conclusion 

 The results showed that there was no significant 

difference in defects or fractures of rotary and reciproc 

systems. Reciproc instruments can be more effective 

than rotary ones because the root canal preparation in 

rotary instruments is longer than in reciproc system. 
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